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2^- Introduction. 



This technical note was prepared for the rational Advisory 
Committee for Aeronautics as a part of the report on the "Inves- 
tigation of Diaphragms for Aeronautic Instruments," and the pur- 
pose of this paper is to show that the characteristic performance 
of a sylphon diaphragm can be predicted from a knowledge of its 
stiffness and of its dimensions. The proof is based on a mathe- 
matical analysis of this type of diaphragm, together with enough 
experimental data to prove the validity of the assumptions and 
the sufficiency of the analysis. Equations are developed fcr the 
performance of sylphons under various conditions of loading, both 
for concentrated loads and for hydrostatic pressure. 

The results cf the investigation will be useful in the design 
of instruments or devices containing sylphons, since, by tneasur- 
Ing certain dimensions of the diaphragm and the deflection produc- 
ed by a known concentrated load (to determine the stiffness), the 
designer will be able to predict the action of the svlphon under 
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the above-mentioned typos of loading within the limits defined 
below. 

The load-deflection curve of a sylphon is linear over a con- 
siderable range, and over this range the errors due to imperiecfc 
elasticity (i.e. drift, hysteresis, and after-effect)* have been 
found to be less than one per cent of the maximum deflection ani 
so can be neglected, as far as the object of this paper is con- 
cerned. The discussion which follows is limited, therefore, to 
the range of loading for whioh the load-deflect icn curve of the 
sylphon is a straight line and does not include a consideration 
of the effect of drift, hysteresis and after-effect. 

Assumptions . 
The following assignations will be made: 

(a) The load-deflection curve of the sylphon for concentrate; 
loads is linear. (This curve will be called the chara^eristic 
curve of the sylphon - see Fig. 2. ) 

(b) The errors due to imperfect elasticity (drift, hystere- 
sis and after-effect^ can be neglected. 

(c) The external space betveen two successive corrugations li 
equal in volume to the internal space between two successive cor- 
rugations for deflections -.vithin the linear ran ge. 

* These terms will be defined as follows: 

Drift is the change of displacement under constant load. 

Hysteresis is the excess of displacement with loads aecreasin 6 , 
over the displacement at the same load, with ^oads ^^^J^' 

After-effect is the residual displacement at any time alter 
moval of the load. 
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(d) The cross- sectional area of the sylphon remains constan 
It has already been stated that assumptions (a) and (b) ar? 
warranted from experimental evidence. The range ever which they 
hold good will be discucsed later for a particular sylphon. 

Assumption (c) is justified by the excellent agreement be- 
tween results obtained experimentally and these obtained analyti- 
cally by making use of this assumption, Assuaption (d) is BUffi- 
ciently accurate for the present purpose. 

Notation 

The following notation will be used: 
L = concentrated central load. 

P = difference of pressure between inside and outside 
of sylphon. 

di= internal diameter of sylphon) 

) See Fig. 1. 
db= external ■ " " ) 

y = deflection of upper face under load, measured from 
neutral position of upper face (i.e. under no load). 

A b maximum cross-section perpendicular to axis 

(i.e. A *= -4— ; 

Aq= equivalent area. 

1 as length of sylphon. 

h a= depth of one corrugation. 

V 85 volume of the sylphon. 

V 

v = average volume of sylphon per unit length ■ T- 
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T, T = work done on or by the sylphon. 

n = number of corrugations. 

S^-- srring stiffness = - 

Y L 



S c = stiffness of sylphon for concentrated leads = y 

P 

it it 11 " distributed loaas m — 

S = stiffness of combined sylp'non and spring when 
hydrostatic pressure la supplied to the sylphon. 

g = width of gap between spring and sylphon before 
„ being coupled together. 

THEORETICAL DISCUSSION. 

Laws of Deflect icn 
Consider a sylphon diaphragm with its axis vertical, its low- 
er surface fixed, and with its upper surface consisting of a rigid 
plate (see Fig. 1). V.Tien concentrated loads are considered, it 
will be assumed that they are applied vertically at the center 
cf the rigid plate. The discussion which follows applies only tc 
the range of deflections for which the load-deflection curve is 
linear. 

From assumption (a) and the definition of stiffness there 

follows: 

(1) L = S c y 

It will now be proved that a relation 

(2) P = S d y 

similar to that expressed by equation (1) c 3 for loads produc- 
ed by hydrostatic pressure. 



- 5 - 



Consider the system consisting of a sylphon with an applied 
concentrated load L. The interior of the sylphon is open to the 
outside air. Y/hile the sylphon is yielding to the influence of 
this load, the effective force, i.e., the force tending to deflect 
the sylphon, is (L - S c y). Hence during the inf initesinal dis- 
tance dy the work of deformation is (L - S c y) dy. The total 
work of deformation cr the increase in potential energy of the 
system when the deflection has reached a value y x is 

< 3 > W -7 ^ ~ S c y) dy - j Scy, 3 = | S c $ 8 

J y=o 



Now suppose a hydrostatic pressure F applied to the sylphon 
tending to nullify the deflection produced by L. Then if y is 
the deflection of the sylphon measured from its original position 
under no load, we can express P as a continuous and single- 
valued function of y 1 - y as follows. Denote y 1 - y by D. 

(4) P - A»D + A 2 D 2 + A n B n 

where A 1 , A 2 , A ft are constants. 

Suppose that P is taken sufficiently great exactly to nulli- 
fy the deflection produced by L. During the cycle just complet- 
ed, no unconservative forces have been introduced, if we neglect 
the hysteresis and internal friction in accordance with assumption 
(b) and ignore the small effect due to viscosity cf the air. Con- 
sequently, when the deflection has been reduced to -ero by the ap- 
plication of the pressure P, the work thus done can be equated 



- 6 - 

to 5 Sc^i 2 » tne potential energy which rats added to the system 
'.?hen it deflected under the influence of the load L. 
Therefore 

KPdD = / 
Substituting from (4) the value of P 



(5) W « / KPdD = / PdV = | S cyi 2 



or 



W = / K[A a D + A 2 2 2 + ... A r D n 3 dD * «j 
«-/D=o 

(6 ) , . — ♦ 54%^ + ••• 82 ■ s Scy > 2 

This equation must held fcr any value of y : hence the coef- 
ficients of y a 2 must vanish identically; i.e. 

(6a) f Al = S ° 

Vand A a = A 3 = A n = 0 

Equation (4) no 77 becomes 

(4a) J 

\or P - A v (% - y) 

Since we are considering only the linear portion cf the deflec 
tion curve of the sylphon, it makes no difference where the initial 
position is taken: consequently (4a) may be written 

(4b) P = A a y 

where y is now measured from the position of the upper surface 
of the sylphon before the pressure P was applied. If we replace 
the constant A 1 by S&, (4b) becomes identical with (2) and thus 
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proves the validity of the latter. Experiment also verifies equa- 
tion (2) (see Fig. 3). 

Equivalent Are a. 
Dividing equation (l) by equation (2) there results 









Sd 








s d 



Now the ratio S c /Sd. has the same dimensions as has area. 
It is also clear that this ratio for a given sylphon is dependent 

only on the geometrical and physical characteristics of the syl- 
phon. Consequently it may be considered as a certain proportion 
of the maximum cross-sectional area A of the sylphon and will be 
called the equivalent area of the sylphon. The physical signifi- 
cance of the equivalent are^ may be seen most clearly perhaps by 
considering that a given hydrostatic pressure P produces the 

same deflection of the sylphon as does a certain concentrated cen- 

i 

tral load L, and that the equivalent area is defined as the ratic 
of this L to the given P. Its usefulness consists in the facts 
that it is a constant for a given sylphon and that it enables one 

to predict the performance of the sylphon under any specified con- 
ditions, once the deflection for one concentrated load is known. 
The value of the ratio |^ or A q will now be derived in terms 
of known constants and dimensions of the sylphon. 
Returning to equation (5) we have 
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(5) / - PdV = | S cyi 2 



>=o 

dV = d(lv) = vdl* = vdy 
and .P = S^y from (2) 



/ S d vydy = % S c y, 2 

Jv-0 



or 



»y-y, 1 

S d vydy = | S c y 2 

fy= 0 

3 Sdvy a 3 = i s c y a 2 



whence 



(8) ^ = A q = v 



Now v may be computed from the assumption that the ^P* 1011 
is made up of successive cylinders each of height h and alter- 
nately of diameter d a and d 2 . 

If there are 3n corrugations then 

V . tfnh (d, 5 + a/ ) Tj ( » + , 
v 1 2 nh 8 

(9) A q = g (d a + d 2 ) 

Experimental verification of this result "ill be given later. 

For purposes of comparison it will often be convenient tc ex- 
press the equivalent area as a percentage of the maximum area. 
Thus, 2 s 

< 10 ) A -id? 

Ao &\ + d / 4. 

(10a) or 100 ■ 100 — m per cent. 



* See assumption (c) 
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Performance of Sylphon Under any Combination of Loads . 
From equations (1), (2), (7), and (3). 

(11) L - AqP « S c (y, ± y 2 ) 

where y t is the deflection produced by L ^ 
and y 2 is the deflection produced by P 

Equation (11) contains two constants, Aq and S c , which de- 
pend only upon the characteristics of the sylphon. Aq can be 
computed from purely geometrical considerations, but S c must be 
determined by experiment. From a single deflection with a concen- 
trated load it is possible to obtain Sqj provided care is taken 
that the range of loading for which the load-deflection curve is 

linear is not exceeded. It is also possible to determine Aq 
from a second experiment with distributed load, but it is usually 

preferable to compute the value of this constant from equation (9). 

Performance of Sylphon and Spring in Combinat ion . 
Suppose that a sylphon is distended by a spring either inter- 
nal or external (see Fig, 4). The performance of the spring may b< 
expressed by 

(12) L = S s y 

Assume that, with the spring and sylphon mounted but not 
coupled together, there exists a gap g between the couplings. 
If the two are now coupled together, g is reduced to zero and the 
top of the sylphon is deflected an amount y a . y^ can be computed 
from the known values of g, S c , and 3 S and, consequently, the re- 



actio- of the spring and the sylphon upon each other L, car. hi 
computed, as will be chcvm. 



h = S c y, 



s s (g - h ) 



b n T bi 



(13) H 



v.s-y. 



and 



s 



Now let a pressure P be applied externally (or suction in- 
ternally). Equating the force exerted by the spring to the elast 
resistance of the sylphon and the load, there results 

In + S s y - L 1 - S c y + AqP 

where y is measured from the neutral position of the couplings 
when the sylphon and spring are coupled together. 
Then (15) A q P = (So + S 8 ) y 



or 



(15a) P = (S d 4- r") y 



The quantity in parentheses is the stiffness of the ccnbina- 
tion of spring and sylphon and (15a) may be written 
(15b) P = Sy 
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EgBerinertal Ver ification of Formula for Equivalent Area . 

Four sylphons were tested in order that experimental confir- 
mation of the preceding analysis might be obtained. The construc- 
tion characteristics of these sylphons are given in the following 



table: 



Table 1. 

No. 1 No. 2 No. 3 



"o. 4 
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Fig. 2 shows the characteristic curves for these sylphons. 
The value of S c can be obtained from these curves, since from 

Fig. 3 shows performance curves for Sylphon No. 2 determined 
experimentally. Extension and loads tending to produce extension 
of the sylphon are considered positive. The curves are linear 
over the range shown in Fig. 3. It was found that, when a load 
producing a deflection of -0.35 cm. was applied, the curve was no 
longer linear. The points in which the lines L = const, cut the 
axis of deflections is obtained from the characteristic curve of 
the sylphon. The points in which these lines cut the axis of 
pressure may be computed from equation (11) by putting 
% - Y 3 =0, when 
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or, if preferred, the lines may be drawn through the proper 
points on the axis of deflections with the required slope. This 
slope is easily proven to be from equation (11). The slope 

appears to be negative la Fig. 3, but it should be remembered 
that the pressures shown here are negative. 

Fig. 3 shows that Sylphon No. 2 will give linear load-deflec- 
tion curves from a deflection of about -0.2 cm. to at least 
40.4 cm. The positive limit of linear deflections may be much 
higher than +0.4 cm. , but the tests were not carried to the limit. 

From a consideration of the way in which the family of 
curves in Fig. 3 was constructed, it is clear that each intersec- 
tion of a line L = const, with the axis of pressures can be used 
to determine the value of A q . Considering such a point we have 
the relation 




This will be utilized t-c provide a check on the values of 
Aq as determined analytically. 
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Tabl e 2. 
Equivalent Areas of Sylph on . 
Sylphon No. 1. 

cirr 2 A A 

>erimental Computed Exper'l 

31. 1 
31.0 
21. 5 
21. 4 

21.25 ?3.4 75.2 



p 


L 


A 




gms/cm 2 


gms. 


cm 2 


Esq 


4. 32 


81.0 


28. 3 




2. 14 


45.0 






1.07 


23. 0 






0. 42 


9.0 














The difference between 


experimental 






Sylphon 


No. 


15.75 


1361.0 


111. 3 




10.40 


S08. 0 






5. 00 


453. 0 






2. 65 


227 .0 






1. 55 


136. 0 






1.00 


91.0 






0.45 


45.0 














The dif 


ference is 1. 3>. 










Sylphon 


No. 


64. 5 


1361. 0 


29. 55 




44.0 


908.0 






21.5 


453. 0 






10.7 


227. 0 















86. 4 

87. 3 
90.6 
85. 7 
87. 8 
91.0 

100. 0 



21. 1 
20.6 
21. 1 
21. 2 



81.7 £0.7 



72.4 71.2 



The difference is 1.7$. 

Sylphon No. 4. 

26.0 2270.0 105.7 87.3 

20.8 1814.0 87.2 

15.3 1361.0 89.0 

10.2 907.0 88.8 

5.0 453.0 90 « 6 M M _ 

Av 88.58 83.4 83.8 

The difference is 0. 5>- 
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The agreement between the experimental and (calculated values 
of Aq indicates that the equivalent area for any sylphon is 
independent of the elastic properties of the sylphon and may be 
computed from the expression 

A q - J (d a 3 + d 2 3 ) (9) 




Pressure in grans per square centimeter. 

Fig. 3. Deflection of sylphon No. 2 with variable pressure under 

constant central load. 
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